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The use of multilayer printed circuit boards has 
increased in recent years and has subsequently caused 
a greater interest in effective nondestructive testing 
techniques to augment conventional quality assurance 
methods. Since multilayer circuit boards are essentially 
three-dimensional wiring networks, the ultimate failure 
modes are electrical discontinuities (opens) or electrical 
leakages (shorts). When electrical opens or shorts exist 
in the multilayer board as fabricated, the failures can be 
detected electrically by functional testing. A much 


more difficult situation arises when the multilayer 
board contains a structural defect that does not pres- 
ently cause an open or short, but does represent a 
point of weakness that may subsequently fail as a 
result of aging or service stresses. 

In multilayer circuit boards, the plated through holes 
that provide layer-to-layer electrical interconnections are 
the most critical sites for structural defects that can 
jeopardize reliability. Typical hole sizes are in the 0.076 
to 0.254 cm (0.030 to 0.100 in) range. In the hole wall 

(continued overleaf) 


This document was prepared under the sponsorship of the National 
Aeronautics and Space Administration. Neither the United States 
Government nor any person acting on behalf of the United States 


Government assumes any liability resulting from the use of the 
information contained in this document, or warrants that such use 
will be free from privately owned rights. 



plating itself there may be localized voids, cracks, thin 
spots or inclusions of foreign material that do not 
completely interrupt the electrical pathway along the 
wall parallel to the hole axis from layer-to-layer of 
printed circuitry. Such a defective hole could still test 
as “good”, or show electrical continuity, but be mechan- 
ically weaker than a defect-free hole. 

A new device for nondestructively testing printed 
circuit boards for structural defects is a probe with a 
small tip that can be inserted into the plated-through 
hole and used to detect defects by mutual coupling of 
magnetic fields emanated and sensed at the probe tip. 
The device consists of one or more pairs of magnetic 
circuits which extend from the probe tip to the probe 
body (see figure). At the probe tip the two legs of each 
magnetic circuit terminate at pole faces. The external 
magnetic fluxes for mutual coupling are formed in the 
air gap between the pole faces. In the probe body each 
magnetic circuit is wound with an. excitation coil or a 
sensor coil, which create the interface with conventional 
accessory instrumentation. The innovation features speci- 
fic configurations of magnetic and shielding materials to 
control the flux in the magnetic circuits. The probe is 
not limited to the testing of plated-through holes, but 
could be utilized to detect structural defects such as 
cracks, pits or internal voids in any metallic shape. 


Notes: 

1. Information concerning this innovation may be of 
interest to manufacturers of printed circuit boards 
and nondestructive testing equipment for printed 
circuit boards. 
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